Paper spray ionization (PSI) is a promising analytical tool for direct analysis in mass spectrometry (MS). However, this technique usually uses chromatographic paper, which rarely accomplishes a stable MS signal and could vary with the sample matrix effect. In the present study, the application of graphene oxides (GO) was scrutinized as modifier paper substrate for PSI-MS methods. The developed substrate efficiency was evaluated towards creatinine determination in urine samples. The GO-PSI-MS developed method for creatinine in urine samples showed linearity in the range of 0.1 to 3.4 ppm with R 2 = 0.9991. The precision was evaluated and the values were between 1.1 to 6.8% and the accuracy above 96.8%. The limit of quantification (LOQ) and limit of detection (LOD) were 0.05 and 0.17 ppm, respectively. The GO-PSI developed was compared to conventional chromatographic paper for PSI-MS methods, and the results showed that the modified paper with GO bolsters method linearity, precision, and LOQ values.
Introduction
Introduced in 2010 by Wang et al., 1 paper spray ionization mass spectrometry (PSI-MS) is a new ambient mass spectrometry technique for qualitative and quantitative analysis of complex matrices, presented to be the simplest as possible compared to desorption electrospray (DESI) and direct analysis in real time (DART). 1 Since then, a plethora of publication employing PSI technique has been explored for different applications, mainly to analyze directly samples of blood, urine, saliva, tissues, cell cultures, water and bacteria. [2] [3] [4] [5] [6] [7] [8] [9] [10] [11] [12] Moreover, other elements, such as wick microporous polymers, 13 wooden toothpicks, 14 plant leaves (leaf spray), or other vegetable materials were also employed as both sample and substrate. 15 The PSI-MS methods involve directly loading the sample onto a triangular paper, which is moistened with an organic solvent and placed in front of a mass spectrometer inlet. The spray of the charged microdroplets is formed by applicating a high voltage (usually ca. 1-5 kV) on the opposite side of the paper tip, and desolvation occurs without any sheath gas. 16 The PSI-MS mechanism of ion formation is similar to electrospray ionization (ESI) process. Briefly, the strong electric field at the sharp tip of the paper results in the formation of an electrolytic spray in Taylor's cone shape, which consists of a plume of charged droplets. After the desolvation, the ions are evaporated to the gas phase.
Some parameters for PSI had been investigated by Cooks and co-workers, 16 and had been previously demonstrated in the literature, such as paper geometry 17 and onset voltage for spray generation efficiency. 18 Despite this, MS signal stability is impaired due to the low conductivity of paper, desorption solvent evaporation on the paper results in the variance of the produced spray. 16 Graphene oxide (GO) is a single-atom-thick and twodimensional carbon material produced by oxidation of graphite, containing oxygen functional groups, such as epoxides, phenol hydroxyls and carboxylic groups. 19, 20 The oxygenated framework of GO not only facilitates better conductivity and signal stability but also allows noncovalent interaction with diols, amine functional groups, and phenyls in biomolecules through electrostatic interaction, π-π stacking, and hydrogen bonding to enable recognizing of biomolecules with detectable specificity. 21, 22 Recently, GO has attracted considerable attention due to its extraordinary electronic, optical, and thermal properties in comparison to other nanomaterials. 23 Remarkable properties of GO, such as large surface area, good water dispersibility and biocompatibility, facile surface modification and low manufacturing cost, make it a promising material for biotechnology and biosensor application. [24] [25] [26] [27] [28] [29] [30] The aforementioned attributes become GO a potential material to modify paper surface for PSI-MS application. Wei et al. 29 described in 2018 a procedure to immobilize GO onto nylon membrane to analyze highly toxic disinfectants in liquid samples and fish meat. The authors reported an enhancement in selectivity and sensitivity for the MS quantification due to the thin layer of GO. To the best of our knowledge, this is the first report regarding the use of GO chemically immobilized onto the paper surface for PSI-MS methods.
Creatinine is an important biochemical parameter to correctly determine the urinary excretion rate of endogenous and exogenous compounds. 31 Accurate creatinine determination is essential for diagnosis and treatment of renal diseases, thyroid malfunction and muscle disorders. 32, 33 The creatinine quantification in urine in clinical laboratories is routinely performed by the Jaffe method or by enzymatic methods, which may suffer from interference like bilirubin, proteins, ketones and glucose. Thus, it is essential to develop efficient, quick and more reliable interferencefree methods. 34, 35 Besides this, creatinine structure is a good molecule model for mass spectrometric method, due to their good ionization efficiency and well related fragmentation profile in MS/MS experiments.
In this study, GO was chemically immobilized onto a chromatographic paper surface and employed as a substrate for PSI-MS method for creatinine determination in urine samples. The developed GO-PSI-MS method was also evaluated to health check for creatinine levels in real urine samples.
Experimental

Materials
Creatinine (C 4 H 7 N 3 O, purity ≥ 98%), uric acid (C 5 H 4 N 4 O 3 , purity ≥ 99%), graphite (purity ≥ 99.99%), and potassium bromide (purity ≥ 99%) were obtained from Sigma-Aldrich. Methanol (high-performance liquid chromatography (HPLC) grade, 99.9%, Vetec Química Fina) was used to moisten the blotter for the ionization process. Formic acid (purity ≥ 98%, Sigma-Aldrich) was used for the PSI(+)-MS measurements.
Synthesis of graphene oxide
GO was synthesized from natural graphite powder based on Hummer's protocol described by Gao et al. 19 Briefly, KMnO 4 was slowly added into a mixture of graphite, NaNO 3 , and H 2 SO 4 in an ice bath, then the mixture was transferred to a 35 o C water bath and stirred for about 1 h. After that, 100 mL water were added, and the suspension was stirred for 30 min at 90 o C to oxidize graphite. Next, water and H 2 O 2 (30 wt.%) solution were added to terminate the reaction. Then the product was filtered and washed with 1 mol L -1 HCl and water two times, respectively. At last, the obtained brown solid was dried at 60 o C for 24 h.
Preparation of GO-modified paper
Paper triangles were cut from chromatography paper using a CUTOK DC craft cutting plotter (Hefei CNC Equipment Co.). The paper triangles had an angle of 38 o and an area of ca. 60 mm 2 (base width = 9 mm, height = 13.2 mm). The paper triangles were immersed in a suspension of graphene oxide in 5 wt.% methanol under constant magnetic stirring and then a 3 wt.% aminopropyltrietoxysiloxane (APTS) was added. The calculated mass of GO deposited in the paper surface was about 9.15 mg. The wet triangular paper was let to dry overnight (24 h). Afterward, the papers were washed with 1 mL of methanol and dried at room temperature.
GO-paper characterization
To evaluate the morphological properties of the developed modified paper a scanning electron microscope (SEM) (Jeol JSM-6610, with energy-dispersive X-ray spectroscopy (EDS)) was used. The paper samples were cut in square shape (0.5 × 0.5 cm) and directly analyzed in the equipment without any sample preparation.
Fourier transform infrared spectroscopy (FTIR) analysis of the developed graphene oxides and graphite samples was performed in a PerkinElmer Spectrum 400 FT-IR/FT-FIR Spectrometer, using a pellet of graphene oxide or graphite sample in KBr (1 wt.%) mixture.
Synthetic urine
For the optimization and analytical validation assays, synthetic urine was used. The synthetic urine was prepared by dissolving 3.333 g L 36 These salts were obtained from Dinâmica.
Paper spray
The procedure for preparation and analysis with GO-paper spray is represented in Figure 1 .
Paper spray was performed using a 3D ion trap mass spectrometer (LCQ Fleet TM , Thermo Scientific) with the following instrumental parameters. Spray voltage, capillary voltage, and tube lens offset were set at 0, the capillary temperature at 275 o C, and positive ion mode was employed. The paper triangle was held about 5-10 mm from the MS inlet. After, with the aid of a micropipette, 10 μL of urine sample were directly spiked on the GO-paper surface, and then, 10 μL acid solvent (0.1% formic acid in methanol) were added to enhance creatinine ionization. 37 After that, a high voltage (3.0 kV) was applied to the paper to generate an electrospray, and mass spectra were recorded. All assays were performed in triplicate.
Quantitative PSI-MS analyses
Samples were prepared using ten standard-spiked synthetic urine samples with concentrations in the range from 0.1 to 3.4 ppm of creatinine. For the analytical curves, the intensity of m/z 88 creatinine fragment integrated in 30 s of spray was used both for GO-modified paper and chromatographic paper. The limit of detection (LOD) was defined as the minimum detectable concentration of spiked samples with a signal/noise ratio greater than three. Similarly, the limit of quantification (LOQ) was defined for a signal-to-noise (S/N) ratio above ten. Precision, accuracy and absolute recovery were evaluated in three concentration levels (0.1, 1.4 and 3.4 ppm) performed in replicates (n = 5). Accuracy (Acc%) is a measure of how near the experimentally determined concentration is to the theoretical concentration. Its values were calculated by comparing the concentrations of analytes added to the synthetic urine samples and the determined concentration by the analytical curve, as described in equation 1. The absolute recovery (Rec%) measures the efficiency of an extraction/desorption procedure in an analytical method within a limit of variation. Its values were calculated comparing the peak intensity of the most abundant fragment ion of extracted creatinine from the synthetic urine with those at the same concentration in standard solutions of the analyte, as described in equation 2.
(1) (2) where CDE is the concentration determined experimentally, and TC is the theoretical concentration. 
Results and Discussion
Biological fluids, like urine, present many endogenous compounds and salts, which could results in several problems in ESI techniques.
Chemical modification onto paper surface could improve selective and desorption/ionization of PSI-MS methods, as shown in the literature. 38, 39 Thereby, graphene oxides could enhance the conductivity of paper substrate resulting in better MS signal.
Characterization of graphene oxide
The synthesized graphene oxides were characterized by FTIR analysis. Figures 2a and 2b show the FTIR spectrum of graphite and GO, respectively. Comparing to the graphite FTIR spectrum, the GO presents the strong characteristic peak at 3318 cm -1 for O-H (ν O-H), 1724 cm -1 for -C=O (ν C=O), C-O-C (ν C-O-C) at 1350 cm -1 and -C-O (ν C-O) at 1100 cm -1 , indicating that GO possessed rich oxygen-containing groups including hydroxyl and carboxyl groups (Figure 2b ), while graphite spectrum (Figure 2a ) presents only the peaks at 1612 cm -1 for aromatic C=C (ν C=C) and 3318 cm -1 for -O-H (ν O-H). The peak at 1612 cm -1 for aromatic C=C (ν C=C) is due to the skeletal vibrations of non-oxidized graphitic domains. The data obtained were very similar to those presented by Chen et al. 40 that developed a cheap, massively scalable, fast and easy method for the preparation of graphene oxide and reduced nanoplatelets of graphene oxide. The basic strategy was the preparation of graphite oxide from graphite through reaction with benzoyl peroxide (BPO), complete exfoliation of GO on graphene oxide sheets, followed by in situ reductions of reduced graphene oxide nanoplatelets.
A triangular shaped cellulosic paper was modified with GO synthesized as mentioned in the "Preparation of GO-modified paper" sub-section. The modified GO paper was evaluated by SEM. Figure 3 shows the SEM image of the GO-modified paper. It is possible to note in Figure 3 the presence of small agglomerates of particles immobilized into the pores of the chromatographic paper present in its entire structure, which are not observed in the native chromatographic paper.
Paper spray properties of GO-modified paper
The effects of spray voltage on GO-PSI-MS in positive ion mode were evaluated. Cooks and co-workers 18 reported the use of 4.5 kV to promote the spray formation through PSI-MS. Due to the electronic properties of GO, an adequate efficiency and precision were obtained using 3.0 kV as spray potential. So, 3.0 kV was used because satisfactory ionization efficiency was observed.
In order to demonstrate the applicability of GO-modified paper on PSI-MS method, creatinine was analyzed in urine samples. Creatinine is a good model molecule; it presents a well-related MS profile and its structure seems to be interesting for other similar drugs and protein studies. The comparison between the mass spectra of GO-modified paper and chromatographic paper in synthetic urine samples demonstrated that the first one increased the stability of spray (Figure 4) . PSI ionization is ESI-based, this technique is usually incompatible with traditional buffers and nonvolatile salts, [41] [42] [43] [44] [45] with even their small amounts sometimes affecting electrospray stability and significantly suppressing analyte signals, resulting in poor S/N ratios (ionization suppression). Therefore, the salt-induced ionization suppression in PSI-MS cannot be ignored. Avoiding the salt-induced ionization suppression is very important to achieve highly sensitive PSI-MS quantitative analysis. Although a number of desalting methods have been established for HPLC/ESI-MS, such as online electrodialysis, offline gel filtration, solid-phase extraction, microdialysis, and multistage electrolysis, they are difficult to implement and are seldom used in PSI-MS. Thus, developing new desalting strategies is important for PSI-MS.
Urine ). 40 In GO-PSI-MS creatinine analyses, protonated creatinine ion presents a higher intensity compared to its sodium and potassium adducts ion signals, whereas using chromatographic paper protonated creatinine signal intensity is less than half, as shown in Figure 4 . The real samples analysis showed the same spectrum profile. The PSI(+) mass spectrum of creatinine in real samples is shown in Figure 5 . Note that it was detected as protonated molecule + of m/z 152, respectively. Using chromatographic paper the detection ability of the method is reduced due to a decrease in the analyte signal, as a result higher LOD could be observed. The ratio of ions, precision, linearity, and quantification may be affected due to the variability of the matrix effect between samples. All of these factors can lead to a false negative in positive samples since the method was developed for creatinine and not for adducts. 44 The chemical structure of the analyte was confirmed by its fragment ions in collision induced dissociation (CID) experiments, as previously described in the literature, 46 and PSI(+)-MS/MS dissociation. The MS/MS spectrum is shown in Figure S1 Additionally, modifying the paper with a graphene oxide film increases MS spray time. The spray time using chromatographic paper showed a decrease in 1.2 min while the spray using GO-modified paper showed stability until 2.0 min. Besides this, the efficiency decreases abruptly for the chromatographic paper; this decrease is slower for GO-modified paper even after 2.0 min. Graphene oxide has several functional groups, such as epoxy, hydroxyl, and carbonyl, in its basal planes and edges. These groups exhibit hydrophilic properties, polar groups, retaining longer the solution applied to the paper, making elution to the mass spectrometer slower. [24] [25] [26] [27] [28] [29] [30] [31] Figure S2 (SI section) shows the total ion chromatograms for chromatographic paper and GO-modified paper, both applied to PSI-MS creatinine in urine samples analysis.
Quantification of creatinine in urine
The linearity of the GO-PSI/MS method for creatinine determination in urine samples was assessed by the analytical curve ( Figure S3 , SI section). The analytical curve was constructed using the absolute intensity of the fragment ion, m/z 86, as a function of concentration. The method showed linearity between 0.1 to 3.4 ppm with R 2 = 0.9991. The LOQ and LOD were determined based on S/N higher than 10 and 3, respectively. According to the obtained results the LOQ was 0.17 ppm and LOD 0.05 ppm.
The developed GO-PSI-MS method was compared with the chromatographic paper, in three concentrations levels (0.1, 1.4 and 3.4 ppm). These obtained values are shown in Table 1 . The GO-PSI-MS developed method presented accuracy over 96.8% in the range of all analyzed concentrations. The interday precision was presented by the coefficient of variation (CV) and the values were lower than 6.8%. For unmodified chromatographic paper, the results were acceptable only at concentrations greater than 1.0 ppm with accuracy of 102.4%.
Kwon et al. 47 developed a method for the analysis of creatinine in urine using liquid chromatography-tandem mass spectrometry (LC-MS), obtaining values of LOQ and LOD of 10 and 3 ppm, respectively, while the method developed here presented LOQ of 0.17 ppm and LOD of 0.05 ppm, with precision and accuracy. In addition, there is the fact that the PSI-MS technique is a faster analysis with almost no solvent consumption when compared to the LC-MS technique that demands a considerable time of chromatographic run. 47 
Real urine samples
To evaluate the proposed method for clinical use, the described protocol was applied to the analysis of urine samples of healthy volunteers. Twenty-four samples were analyzed, and the creatinine concentrations found in these samples ranged from 0.9 to 3.6 ppm.
The PSI-GO-MS developed method for creatinine in urine samples analysis was shown to be a potential tool for clinical determination, exhibiting great accuracy and specificity when compared to conventional methods for creatinine determination.
Conclusions
In this study, graphene oxide was synthesized and immobilized onto cellulose paper surface, and afterward the developed substrate was used in PSI-MS method for creatinine determination in urine samples.
The GO-PSI-MS developed method is based on simple ionization, besides being an easy to perform, fast, and powerful outdoors technique that can be used for highperformance analysis. The technique does not require sheath gas, heating or materials for analysis of samples and sample preparation for complex samples, such as urine, and does not suffer from interferences compared to the traditional methods for creatinine analysis. GO considerably improves spray stability and results in the lower LOQ when compared to chromatographic paper (conventional substrate).
The developed method showed adequate accuracy (lower than 4.5%), precision (lower than 6.8%) and LOQ (0.1 ppm) values. Real urine samples were subjected to GO-PSI-MS analysis to creatinine biomonitoring levels, and the results showed the adequate performance of the developed method for clinical purposes.
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